Abstract. Using data from three deformation positions (680 nm, 730 nm, and 765 nm) of spectral reflectance and derivative spectra curves from red to near infrared spectral bands, red edge reflectance spect ra index was developed. Nitrogen contents of rice canopy leaves were found to be significantly correlated with the red edge reflectance spectra index values at 0.01 probability level for different rice growth stages and genotypes studied. Four models established -for four rice growth stages were used to predict the nitrogen content of canopy leaves. Significant correlations were found between measured nitrogen contents and predicted nitrogen contents with high coefficient of determination (R2 = 0.97) at 0.01 probability level. Based on the four field exp eriments, we developed a new rice nitrogen status rapid diagnostic meter. The working principle of the meter was introduced, and the measuring accuracy of the meter was analyzed. Results showed that the precision of nitrogen status rapid diagnostic meter for predicting nitrogen content was more than 80% at tiller stage and more than 90% at booting stage at 0.01 probability level. The nitrogen status rapid diagnostic meter appears to be a promising tool for rapid, on-farm analysis of rice nitrogen status.
Introduction
Synthetic fertilizers especially nitrogen fertilizer have acquired a bad reputation in recent decades for cau sing serious ecological damage when farmers use them excessively. Nitrogen status of various crops is an very important factor which can reflect the nitrogen apply level. In agricultural research, organic chemical constituents have been successfully measured by using multiple linear regression to relate the constituents of interest to the reflectance spectra of dried ground samples. Appro ximately 42 minor absorption features in the visible and near-infrared portions of the spectrum have been successfully correlated with foliar chemical contents, including those of nitrogen, protein, and lignin as demonstated [1] . Nitrogen status of various crops has been related to reflectance at certain wavelength, and various reflectance rat ios and indices have been used to detect nitrogen deficiencies in plants as demonstrated [2] [3] [4] . Many relationships between the spectral response of crops and growth factors have been elucidated, based on reflectance obtained fro m handheld and aircraft-mounted sensors providing images in visible and other parts of the electromagnetic spectrum. More recently these procedures have been extended to the laboratory analysis of dried ground foliage as demonstrated [5] and fresh forest foliage as demonstrated [6] . Spectral determination has been proved to be an automatic, quick, and nondestructive method for assessment of nutrients. Some studies have been conducted to measure nitrogen content of crops using field spectrometry. The nitrogen status of various crops has been related to reflectance at specific wavelength, and various reflectance ratios and indices have been used as indicators of nit rogen deficiencies in p lants as demonstrated [2] [3] [4] [7] [8] [9] [10] [11] [12] [13] . Spectral determinations can provide an automatic, quick, and nondestructive method for estimating crop nutrient status.
As a fundamental research tool for the application of current and future hyperspectral and even mu lti-spectral sensing systems, a field spectroradio meter was used to collect reflectance data. But, until now, there is no report on predicting the nit rogen content of rice using handheld spectral meter. Therefore, the purpose of this study was to verify the feasibility and effectiveness of a newly developed RERI Nitrogen Meter to diagnose rice nitrogen nutrient content. For the 1st, 2nd and 3rd field experiments, 50%, 40%, and 10% N fert ilizer was applied before transplan ting, at tillering, and at heading, respectively. But for the 4th field experiments, N fert ilizer was applied according to the following rat io: 20% before transplanting, 55% at tillering, and 20% at heading.
Materials and Methods

Experi mental Description
Canopy Reflectance S pectrum Measurements and Pl ant Sampling
In the first and second field experiments, rice can opy reflectance at 350-2500 n m in 1-nm-wide wavebands were measured using the portable spectroradiometer Field Spec FR held 70 cm above the canopy top. In the third and fourth field experiments, the reflectance spectrum was measured at 350-1100 n m in 2.4-nm-wide waveband by the portable spectroradiometer AvaSpec-2048FT-SPU held 100 cm above the canopy top using the controllable field spectral measurement device (Ch ina patent of invention 200810180572.7）(see figure 1 ). All canopy reflectance spectra were measured under cloudless conditions and as close to solar noon as possible.
After measuring the reflectance spectra, several rice clu mps were obtained and their leaves were used as subsamples. Total N was determined for the subsamples based on the Kjeldahl method. Total N was e xp ressed in g N kg-1 dry weight. 
Results and Analysis
The feasibility and effecti veness of vegetati on i ndex and predicti on models
The RERI standard bands were selected according to According to the reference [14], the RERI increased with increasing N levels (the 1st, 2nd and 3rd experiments). Correlation coefficients between RERI and the N content were significant at 0.01 probability level for eight rice genotypes in the 1st, 2nd and 3rd experiments.
The relationship between RERI and the canopy N content can best be described by linear regression models of the form y = ax + b. Data fro m the third experiment were used in canopy leaf N content prediction models (Table 1) [14].
The models described in Table 1 were tested using two validation data sets from the first and second experiments. The canopy reflectance spectra of the validation samples were used to calculate RERI, and the alg orith m equations were used to predict canopy leaf N content. We observed go od agreement between the predicted and measured values (Table 2) dictors and prediction models was tested using two validation datasets, and revealed good agreement between the predicted and measured canopy leaves' N contents. We concluded that satisfactory results were obtained using the new vegetation index RERI to predict the rice N nutrient status.
2.2.Introduction of RERI Nitrogen Meter
According to the research described above, the meter (figure3, figure4) only records three wavelengths of rice canopy spectral reflectance. Recording speed for testing and spectral reflectance can reach millisecond timescale. The meter acco mplishes data rectificat ion, processing, and recording functions automatically and intelligently. The meter performs simp ly and fast, without requiring manual intervention wh ich can avoid the influence of hu man factors . The micro processing system will record canopy spectral reflectance at wavelengths of 680 n m, 730 n m, and 765 n m. RERI values are calculated using the following formulas: 
Eli mination of coarse errors and calculati on of ni trogen content
In order to ensure the accuracy of RERI Nitrogen Meter, when using RERI Nitrogen Meter, we should s elect as many repetition points as possible (at least 30). Because of the milliseconds response time, very short time will be spent on measuring process.
A software with data processing function was developed to select and eliminate errors caused by operation processes while predicting the nitrogen content (N%) （see figure 6） . When the number of data points is less than or equal to 30, Ro manvschi rule (T d istribution) is used, otherwise Grubbs rule is used to remove coarse errors fro m the measured data. In this software, measured data files can be imp orted by selecting the menu "import". Then, the file name and the amount of data are shown automatically. After selecting rice gro wth stages, object models will be called by the software to calculate the nitrogen content automatically. The results are saved as log files.
Verification of the precision of di agnosis
The precision of diagnosis of RERI Nit rogen Meter was verified by using the data from the 4th experiment.
In addition, the meter's feasibility and practicability were also confirmed.
Co mparing the RERI values calculated fro m canopy spectral reflectance with those measured by the RERI Nitrogen Meter showed that calculated values were significantly correlated to the measured values (correlation coefficients more than 0.8). Significant correlat ion coefficients were more than 0.7 between the RERI Nitrogen
Meter readings and the level of nitrogen fertilizer. Both measured RERI using RERI Nitrogen Meter and calculated RERI using spectral reflectance increased with increasing nitrogen fert ilizer levels （figure 7） . As expected, when the growth stages changed from t iller to heading stage, RERI Nitrogen Meter readings increased（figure 8）.
After importing RERI Nit rogen Meter readings fro m the 4th experiment into the onboard software (figure 6), the regression models (table 1) were called and the nitrogen contents of rice canopy leaves were shown automat ically. Correlation analysis between the N content predicted by the RERI Nitrogen Meter and the N content measured using the common laboratory Du mas method showed that the precision of total N content diagnosis was mo re than 80% at tiller stage and 90% at booting stage at the 0.01 probability level（table3）.
Therefore, this study indicated that the RERI Nitrogen Meter can not only qualitatively classify the level of nitrogen, but can also be used for quantitative diagnosis of rice nit rogen content of canopy leaves. The precision of diagnosis reaches 80-90% and even higher. 
Conclusions
A RERI Nitrogen Meter developed based on red edge reflectance index (RERI）was investigated for practical application in agricultural production management. Based on the investigation, it can be co ncluded that because of the millisecond response time and the precision of diagnosis more than 80%, the meter can be used as a rapid nitrogen content diagnostic tool, and is suitable for not only handheld but also lo w altitude platfo rms such as helicopters and hot air balloons. Pract ical applicat ions indicated that RERI Nitrogen Meter is suitable for real time diagnosis of nitrogen content from canopy level, and should be an important part of the precision agriculture technology to imp rove variable fert ilization technology.
